[A drift induced by the acquisition of a video system linked to a microscope].
Further to the acquisition of a new material consisting in a microscope and its video equipment, we report the example of some drift with regards to written, updated and validated procedures. Indeed, once the new material was fully operating, depending on the operator, the (spermocytogrammes) morphology was realized either in oculars or by using the video screen. The statistical study performed on the results from 50 patients showed a significant difference in the results of the appreciation of the microcephalous and the macrocephalous according to the mode of observation that had been used. As an outcome of this study, we insisted that everyone within the team should work consistently and comply with the current procedures.